Use of an alternative guidewire system in endoscopic placement of biliary endoprosthesis.
A new guidewire with increased flexibility, torque control and a new smooth outer coating has been designed for use in interventional vascular radiology. The successful use of an adaptation of it in endoscopic management of malignant biliary strictures is reported.